[Experiences with a simple microtiter plate technique for GPT screening of blood donors].
A simple microtiterplate method to screen blood-donors for elevated alanine transaminase (ALT) was developed. The method permits a sufficiently precise measuring at room temperature without temperature control and has a high performance. The method was validated by comparison with a standardized method.